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We present an early-stage prototype of a positron emission tomograph (PET) based on
3 × 3 × 20 mm GAGG(Ce) scintillators optically coupled to 3 × 3 mm silicon photomultipliers
(SiPMs) (Onsemi fc30035-smt). The detectors are read out by a Weeroc 32-channel Petiroc2A
chip, allowing for precise charge and time measurements and designed specifically for SiPMs
readout. The energy and time resolutions of the system measured with Ti-44 source are presented,
the imaging capabilities of the system are discussed.

Представлен макет позитронно-эмиссионного томографа (ПЭТ) на основе сцинтилляторов
GAGG(Ce) размером 3× 3× 20 мм с фотоприемниками SiPM Onsemi fc30035-smt. Детекторы
считываются с помощью 32-канального чипа Weeroc Petiroc2A, предназначенного для анализа
амплитудной информации и временных корреляций сигналов SiPM. Приведены энергетическое
и временное разрешения кольца детекторов, измеренные с помощью источника Ti-44, обсуж-
даются возможности системы по восстановлению изображения.
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